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Abstract

Background The increased use of the reverse prosthesis
over the last 10 years is due to a large series of publications
using the reverse prosthesis developed by Paul Grammont.
However, there is no article reporting the story of the
concepts developed by Grammont.

Questions/purposes The purposes of this review are to
describe the principles developed by Grammont, the
chronology of development, and the biomechanical con-
cepts and studies that led to the current design of the
reverse prosthesis.

Methods We selectively reviewed literature and provide
personal observations.

Results From phylogenetic observations, Grammont
developed the principle of functional surgery applied to the
rotator cuff tears. To increase the deltoid lever arm, he
imagined two possibilities: the lateralization of the
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acromion, which facilitates the action of the rotator cuff,
and the medialization of the center of rotation, which has
been developed to respond to situations of rotator cuff
deficiency. Grammont proposed the use of an acromiohu-
meral prosthesis, which was quickly abandoned due to
problems of acromial loosening. Finally, Grammont used
the principle of reverse prosthesis developed in the 1970s,
but made a major change by medializing the center of
rotation in a nonanatomic location. In 1985, Grammont
validated the concept by an experimental study and the first
model using a cemented sphere was implanted.
Conclusions The development of the modern reverse
prosthesis is the result of the intellectual and experimental
work conducted by Grammont and his team for 20 years.
Knowledge of this history is essential to envision future
developments.

Introduction

A classical way of telling a story would be to start with the
key dates. However, in the case of the Paul Grammont
prosthesis, if one is to be loyal to the original inventor of
the reverse shoulder arthroplasty and his rare intuition, it is
essential to also acknowledge the thought process, over
more than 10 years, that gave birth to his concept of
“functional surgery” as applied to the shoulder. This pro-
cess also produced the mechanical specifications and
original design rationale for the prosthesis that bears
his name.

We therefore describe the principles developed by
Grammont, the chronology of development, and the bio-
mechanical concepts and studies that led to the current
design of the reverse prosthesis.
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What Were Grammont’s Thoughts?

Thanks to his extensive study of comparative anatomy and
the evolution of morphology, Grammont explained the
mechanical failure of the shoulder in modern humans [19].
During evolution, the acquisition of a permanently erect
posture would free the human shoulder of its quadruped
functions, and the anterior limb—becoming the upper
limb—would eventually be expected to perform new skills
that, according to Grammont, would exceed human ana-
tomic capacities.

During the acquisition of upright posture, two major
modifications are worth emphasizing. First, at the level of
the supraspinatus-deltoid muscular couple, a relative atro-
phy of the supraspinatus occurred, as illustrated by a
decreased scapular index, calculated according to Pearl and
Schultz [33] (ratio between the depths of the supraspinatus
and the infraspinatus fossae). At the same time, the
supraspinatus’ decreased effectiveness was compensated
for by the lateralization of the acromion and hence of the
deltoid’s middle abduction zone (as defined by Fick [14] in
1911), which strengthened the deltoid abduction compo-
nent. However, for Grammont, the supraspinatus was not
the only loser in this evolutionary process because, when
the balance was tipped to its detriment, that led to the
mechanical failure of the whole system [19]. From this first
analysis, Grammont designed his original Translation-
Rotation-Elevation osteotomy of the scapula spine in 1975
[5, 19, 22, 24]. The acromion’s lateralization resulted in an
increase of the deltoid’s abduction component while
decreasing its elevation component, easing the recruitment
of the rotator cuff—an effect confirmed by Blaimont et al.
[10]. He later put precisely this principle into practice, not
by lateralizing the acromion, but by medializing the joint’s
center of rotation (COR) [21]. The outcome was similar: an
increase of the deltoid lever arm (Figs. 1, 2).

Second, the quadruped humerus, formerly the carrier of
the glenoid, became a biped humerus, now carried by the
glenoid. Thus, the freeing of the human upper limb resulted
in a functional reversal of the roles of the humerus and the
glenoid. The notion of a morphologic role reversal also
began to appear at this point.

The purpose of functional surgery, as conceived by
Grammont, is to allow the shoulder to exert the function
required by the person in his/her environment. The state
of the periarticular soft tissues is certainly one of the most
important factors influencing the fate of shoulder pros-
thetic surgery. Thus, starting from the observation that
there was no effective anatomic prosthetic solution
without anatomic repair of the torn cuff, it was time to
propose the possibility of breaking free of anatomy and
searching for the restoration of effective function through
a novel morphology.
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Fig. 1 An original diagram from Paul Grammont shows the “med-
ializing” prosthesis design. His first idea was to propose a varus
position of the humeral head to medialize the COR and to increase the
deltoid lever arm. A rotating system has been imagined at the junction
between the stem and the neck of the prosthesis. Image from the
personal archives of Emmanuel Baulot. COR = center of rotation.

Fig. 2 A photograph shows the first prototype of the “medializing”
prosthesis. This prototype was based on the drawing of Grammont but
does not include the metaphyseal rotation system. The stem was
screwed. This prototype was never implanted. Image from the
personal archives of Emmanuel Baulot.
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Grammont liked to repeat the following statement: “The
patient who has lost a function doesn’t care about the
design of the prosthesis that will be implanted but only
about its effectiveness in restoring the lost function. It is
useless to search for an anatomic solution, as this very
anatomic system led to failure” [verbal communication,
P. Grammont]. This idea, a complete break with the tra-
ditional wisdom of anatomic restoration, had some
difficulty in gaining ground, as in 1995, Grammont wrote:
“We have been blamed for having treated some of our cuff
tear arthropathy cases with a reversed prosthesis. But, some
years ago, around 1985, what else could be done?” [written
communication, P. Grammont].

Chronology and Developments

In the early 1980s, a unanimous observation prevailed: it
was extremely difficult, or even impossible, to obtain a
functionally good result with prosthetic arthroplasty in
cases of osteoarthritis associated with a rotator cuff defi-
ciency. C. S. Neer himself talked of “limited goals
surgery” [29]. It is essential to note the consistency of the
failure of surgery to durably relieve pain and/or restore
function despite the different prostheses used to treat
osteoarthritis with rotator cuff tear: hemiarthroplasty
[2, 34, 36, 38, 39], anatomic total arthroplasty [3, 16, 27],
and first-generation reversed prostheses (Kolbel and
Friedebold [28] in Germany, Gérard et al. [18] in France,
both reported in 1973). Hemiarthroplasty provided satis-
factory pain relief but poor gain in motion [2, 34, 36,
38, 39]. The main complication associated with total
unconstrained shoulder arthroplasty was early loosening of
the glenoid component [3, 16, 27]. The use of the first
generation of reverse shoulder prosthesis was discontinued
because of loosening and mechanical complications
[18, 28]. The COR of these early reversed prostheses was
more lateralized than in the anatomic prosthesis, far away
from the glenoid plane and in the axis of the adducted
humerus. In this context, the first solution found by
Grammont and Lelaurain [22] in 1977 had been the
“Acropole” prosthesis (Medinov“/";”, Roanne, France)
(Fig. 3), which created a subacromial joint to resurface and
use the subacromial space “freed by the cuff tear” to
oppose the upward migration of the head and center it back
in front of the glenoid. The resurfacing effect did eradicate
the pain, but the functional efficiency was only barely or
not at all improved [22]. Due to the early loosening of the
glenoid component and secondary coracoacromial arch
impingement, it was abandoned as early as 1981.

So, the problem remained unsolved! The conclusion,
inevitably, was that failures were resulting, not from the
specific prosthetic designs, but from their common
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Fig. 3 A diagram from Paul Grammont illustrates the “Acropole”
prosthesis. This prosthesis used the principle of an acromiohumeral
resurfacing. About 20 such prostheses were implanted by Grammont.
Most of them had acromial component loosening. Image from the
personal archives of Emmanuel Baulot.

mechanism: the inability to counter the deltoid’s sublux-
ating effect in the absence of the cuff.

The challenge of finding a compromise among mobility,
stability, mechanical efficiency, and resistance to loosening
was considered impossible. Strengthened by his compara-
tive anatomy arguments, the clinical improvement reported
after his scapula spine osteotomy [5, 22, 24], and following
the work of Fischer et al. [15] on the COR of the physio-
logic shoulder, Grammont pinpointed the importance of the
relationship between the balance of the supraspinatus-
deltoid couple and the position of prosthesis’ COR. At the
time, his proposal for restoring this functional loss was an
original marriage of an innovative mechanical principle
with an optimal use of the deltoid in the absence of the
cuff. Grammont’s favorite comparison here was of “func-
tional surgery” with anatomic “damage surgery,” which
by definition cannot provide a solution. Applying the
principles of moments to all the existing prostheses allows
one to understand immediately their common mechanical
flaw: the weakness of the abduction lever arm of the
middle deltoid.

The Mechanical Concept Statement
The above original mechanical concept was then demon-

strated with a strictly theoretical mathematical approach in
1981 by two engineers under the direction of Grammont in
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a report entitled Study of a Mechanical Model for a
Shoulder Total Prosthesis: Realization of a Prototype [21].
Grammont’s conclusion was, when the cuff is absent, the
solution is to intrinsically balance the middle deltoid to
strengthen its abduction component and lessen the eleva-
tion component responsible for loosening stress on the
glenoid. Regarding the COR, he wrote: “medializing
the COR of the scapulohumeral joint, and so increasing the
deltoid lever arm, will compensate for the lack of activity
of the supraspinatus muscle. In this way, we would move
the mobile joint against the scapula without allowing a
change in the position of the humerus in reference to the
scapula. Indeed, if at the same time, we medialized the
humerus itself, the deltoid lever arm would remain
unchanged instead of being increased... In a first step,
we’ll have to lower the center of rotation” [21]. The ori-
ginal mechanical concept of medializing the COR was
born, thus defining the specifications for a real “cuff
prosthesis,” which had yet to be developed!

The above method of strengthening the deltoid abduc-
tion component was consistent with, and validated by, the
experience of the Translation-Rotation-Elevation osteot-
omy of the scapular spine, described in 1975 [24]. After all,
the increase of the middle deltoid lever arm induced by the
acromial lateralization through this osteotomy was real and
measurable [24]. Therefore, the deltoid can be affected in
the same way by two different means: lateralizing the
acromion without moving the COR or medializing the
COR without moving the acromion!

With the first prototype (Fig. 2), the departure from the
anatomic design was not yet complete. It looked like a hip
prosthesis with two components: a humeral metaphysio-
epiphyseal component with a very small head and a real
neck to both medialize the COR and maintain the lateral
position of the humerus. This component was inserted in a
diaphyseal stem thanks to an axis allowing a rotation in the
prosthesis. This first prototype was never implanted.
The first implanted medializing prosthesis followed later.
The “Ovoide” prosthesis (Medinov™®), introduced in 1980,
was the first to truly break the link with anatomy (Fig. 4).
While that device effectively strengthened the middle
deltoid, it was persistently unstable [22].

The Modern Reverse Design: Experimental
Simulation of the System

From that point, supported by his mechanical-medialization
principle on the one hand and his studies on comparative
anatomy on the other (elucidating the evolution of the
quadruped humerus, carrier of the glenoid, into the biped
humerus, carried by the glenoid), Grammont proposed
adapting the principle of medialization to the reverse design

@ Springer

Fig. 4 The “Ovoide” prosthesis is shown. This prosthesis has
theoretically two CORs. It obtained medialization by early elevation.
Approximately 10 such prostheses were implanted, but it was
abandoned because of problems of instability. Image from the
personal archives of Emmanuel Baulot. COR = center of rotation.

previously used during the 1970s. This breach with anatomy,
complete and rude, was the real revolution.

This prototype was manufactured in 1985 and called the
“Trompette” (Medinov™) (Fig. 5). It was composed of a
glenoid component, consisting of 2/3 of a 44-mm-diameter
sphere, with its COR set in a specific, medialized location
facing the glenoid. This ceramic glenoid component was
cemented onto the glenoid. On the humeral side, a concave,
monoblock polyethylene cone was also cemented. This
prototype was tested and validated according to a Strasser-
like experimental model by Deries [12], described in his
graduate thesis A Biomechanical Approach to Study the
Effects of a Modification of the Rotation Center of a
Shoulder Prosthesis on the Deltoid Strengths During the
Abduction Movement in 1986. Furthermore, this design
produced an additional lowering of the COR, which com-
plemented the medialization effect.

In 1987, Grammont reported the first eight cases oper-
ated with the Trompette prosthesis in salvage situation.
Three of them achieved between 100° and 130° of eleva-
tion at 6 months despite preoperative rotator cuff
deficiency [23]. Later, Grammont and his collaborators
observed loosening of the cemented large sphere (%5 of
sphere) and they moved to a press-fit glenoid baseplate
with a smaller hemisphere (personal observations). None-
theless, some of these early Grammont reverse prostheses
are still surviving at more than 15 years of followup.
Notably, this Trompette prosthesis has been associated
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Fig. 5 The “Trompette” reverse prosthesis is shown. This is the
modern version of the “medializing” reverse prosthesis as Grammont
had imagined. The prototype dates from 1985 and the first implan-
tation was in 1986. This prosthesis included a polyethylene humeral
component and an alumina ceramic glenoid component with a volume
equivalent to 2/3 of a sphere of 44 mm. Image from the personal
archives of Emmanuel Baulot.

only with small and nonprogressive notches on the scapular
pillar (personal observations).

Successive improvements followed. The first generation
of a modular prosthesis called the Delta III (Medinov®)
arrived in 1991 [6, 7, 20]. It was composed of five com-
ponents: a glenoid baseplate fixed with two diverging polar
screws and two equatorial screws, with a glenoid hemi-
sphere, a polyethylene cup, a humeral metaphysis, and a
humeral diaphysis. It was modified in 1995, the peripheral
screwed fixation of the sphere on the glenoid baseplate
becoming a central one. The choice of a large humeral stem
(which looked massive on radiographs) came from the idea
developed in hip arthroplasty of maximizing the contact
area between the stem and the host bone.

Discussion

The modern reverse prosthesis as it was developed by
Grammont is the achievement of an intellectual process
conducted for 20 years by Grammont and his team. The
reasoning of Grammont was marked by several stages from
concept to prototype development, testing, and biome-
chanical and clinical applications. Few references are
available concerning this subject and this synthesis with his

collaborators will pay tribute to the original and pioneering
work conducted by Grammont.

To resolve the problem of the rotator cuff deficiency,
Grammont proposed two solutions to improve the deltoid
abductor component: the lateralization of the acromion and
the medialization of the COR. From anatomic comparative
studies, Grammont hypothesized a relationship between the
position of the acromion and the rotator cuff function. For
him, the lateralization of the acromion can increase the
abductor component of the acromion and decrease the
ascending force component, facilitating the intact rotator
cuff function. Nyffeler et al. [32] and Torrens et al. [37]
showed later there was a relationship between the lateral-
ization of the acromion and the rotator cuff tear. For
Nyffeler et al. [32], this relationship is linked to reduced
compressive forces by the medial deltoid when the acro-
mion is lateralized. This compressive force component has
a stabilizing effect on the humeral head as shown by Gagey
and Hue [17] in a biomechanical model and an anatomic
study on cadavers [9]. Grammont had already taken
account of the importance of centering the humeral head as
he developed the Acropole prosthesis for shoulder arthritis
with deficient rotator cuff. However, due to the problems of
acromial implant loosening, the system has been aban-
doned. In fact, the prosthetic head with a lateral extension
developed for cuff tear arthropathy resumed in some way
the principle of acromiohumeral arthroplasty developed by
Grammont [4].

The medialization of the COR is the second principle
developed by Grammont. He first tried to medialize the
prosthetic head relative to the diaphyseal axis as in a hip
arthroplasty, but he soon realized the solution of a con-
strained prosthesis reproducing the anatomy was doomed
to failure. The Ovoide prosthesis was the first step toward a
“nonanatomic” solution for medializing the COR, but the
application of medialization of the rotation center com-
bined with the “reverse” design supported in the 1970s
represents the deep thoughts of Grammont’s principles.
Several studies have shown medialization of the rotation
center substantially increases the deltoid lever arm with the
ability to restore glenohumeral mobility in elevation when
a rotator cuff tear is absent [8, 13, 26]. Moreover, the
power exerted by the deltoid muscle is increased by
the restoration of muscle tension due to the lowering of the
humerus [11]. The medialization of the COR leads to more
concentric forces at the prosthesis-bone junction in the
early degrees of elevation. It allows stable fixation of the
glenoid baseplate, as has been confirmed in long-term
clinical studies [25] or analysis of explanted prostheses
[31]. The biomechanical study from Ahir et al. [1] con-
firmed uncemented fixation is better than cemented in
reverse-design prostheses. The disadvantage of medializa-
tion is the occurrence of a potential impingement
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responsible for a scapular notch. Several studies show
lateralization of the COR increases mobility and decreases
the risk of impingement [26, 30, 35], but the design of
these prostheses is far away from the principle of medial-
ization defended by Grammont.

Although doubts and suspicion were raised initially
regarding the translation of the original mechanical prin-
ciple of medialization into the idea of a reversed prosthesis,
it eventually succeeded in imposing itself and proving its
effectiveness, becoming an essential part of shoulder
prosthetic surgery. Despite the current keen interest in the
reversed prosthesis, one must not forget some problems
remain unsolved: first, scapular notching and humeral bone
loss, and second, on the functional level, the persistent
difficulty in recovering external and internal rotation.
There is still much work to be done!
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